Calibration of silicon photodiodes by photoacoustics.
We present a new approach to the calibration of silicon photodiodes that are used for light (radiometric) power measurements. We describe the photoacoustic method for the determination of internal quantum efficiency and absolute spectral response of silicon photodiodes in the photovoltaic short-circuit mode. Measurements were taken for the different structures of silicon photodiodes.